Abstract To evaluate the anatomical aspects and relations of a modified tissue passage with the tension-free vaginal tape obturator (TVT-O) needle, designed for the purpose of reduction of the thigh pain, related with this anti-urinary incontinence operation. The distances between the modified TVT-O surgically inserted needle and obturator nerve branches were measured in fresh cadaver. The introduced surgical needle caused no trauma to any of the adjacent cadaveric organs, and the distances between the surgical needle and the obturator nerve branches was 4 cm. The modified TVT-O needle route is shown to be safe and remote from the obturator nerve branches, thus conduction of a clinical study for evaluation of related pain reduction is recommended.
Introduction
The tension-free vaginal tape (TVT) has been used since described by Ulmsten at 1996 for the treatment of female stress urinary incontinence. This mid-urethral Prolene tape support operation is now accepted worldwide as an easy-tolearn, effective, and safe surgical procedure [1] [2] [3] [4] [5] . However, the TVT harbors few typical operative complications such as bladder penetration (4-8%), urinary outlet obstruction (2%-5%), and rare occurrence of bowel penetration, intra-operative bleeding, and postoperative infections [2, 3, [5] [6] [7] [8] [9] [10] . That reality led Delorme to design a novel mid-urethral sling in the form of a trans-obturator TVT-like procedure (2001). In such, the TVT needle bypasses the retro-pubic area, which is in proximity with the bladder, bowel, and blood vessels, by making the needle pass through the relatively safe medial compartment of the obturator fossa area, remote from the pelvic viscera and vessels [11] . This trans-obturator tape (TOT) outside-in operation was shown to be safe minimally invasive anti-incontinence procedure, yet related bladder injuries were reported [12] [13] [14] [15] [16] . Two years later, De Leval presented an inside-out approach, the tension-free vaginal tape obturator (TVT-O), aimed to reduce the bladder injury rate [17, 18] . This TVT-O was later claimed to cause perioperative thigh pain [19, 20] . Flam then raised the idea that the TVT-O-related thigh pain might be attributed to the oblique, thus long, path of the TVT-O needle through muscles and connective tissue at the obturator foramen. Long needle path was thought to entail heavy tissue damage and cause high related pain levels. Additionally, the rather close proximity of the surgical TVT-O needle to the obturator nerve branches might aggravate the perioperative pain. Flam designed a perpendicular TVT-O needle passage through the obturator foramen to yield a shorter route for this inside-out procedure. Flam passed the TVT-O needle as close as possible to the inferior pubic ramus and with a skin exit at the outer aspect of the labia majora rather than laterally to the inguinal fold, as described by De Leval earlier [21] . This alternative route was aimed to extend the distance between the needle and the obturator nerve branches as well. 1, 2) insertion, (3, 4) advancing and exiting the surgical needle and vessels branches were measured at the fresh cadaver right after dissection of the adductor region.
Results
Introducing the TVT-O surgical needles by Flam's modification to the obturator foramen did not endanger the surrounding organs. The passage through the muscular and connective tissue was perpendicular for shortening the path. The distances measured between the surgical needle passed by the TVT-O FM technique and the obturator nerve and vessels branches were 40 mm on both sides.
Discussion
Delorme and De Leval launched outside-in (TOT) and inside-out (TVT-O) trans-obturator submid-urethral supportive tape anti-incontinence procedures to avoid the TVT aforementioned complications. This included bladder penetration, intra-operative bleeding, postoperative field infection, and bowel injury [1] [2] [3] [5] [6] [7] [8] [9] [10] . The TVT-O was thought to be less hazardous than the TOT to the bladder, yet it was accused to induce postoperative thigh neuralgia [19, 20] . The close similarity with the accurate needle passage of the TOT, which was not reported to cause postoperative pain, and the TVT-O FM grounded the hypothesis of thigh pain reduction with the proposed surgical method. Thus, the TVT-O FM [21] proposes an alternative to the original TVT-O inside-out needle passage for the reduction of the tissue damage and related pain. Since 2005, Dr. Flam has performed about 2,500 such procedures, with no clinical evidence of nerve or large vessel damage and with reduced postoperative thigh pain occurrence (personal communications). This might be explained now by a shorter pass through the obturator tissues as well as by an increased distance between the TVT-O FM surgical needle and the obturator nerve branches (4 cm) in comparison with De Leval's technique (2 cm) [17] .The present cadaveric study results proves the TVT-O FM safety and indicates a clinical trial. Usually, more than one cadaver study would be recommended for showing reasonable surgical safety bounders, yet the definitely large safety margins found with this single cadaver overcame potential individual anatomical variations.
Conclusion
Our data support the notion that the TVT-O FM procedure draws safety margins for this procedure in terms of the hazards to obturator bundle branches, thus a clinical study is recommended here.
